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510(k) SUMMARY
OLYMPUS UM-2R/UM-3R ULTRASONIC PROBE

Device Name: Olympus UM-2R / UM-3R Ultrasonic Probes
and its ancillary equipment for female reproductive tract
Common / Usual Name: Olympus Ultrasonic Probes
Classification Number Class II, 21CFR 892.1570
& Classification Name: Diagnostic ultrasound transducer

Class II, 21CFR876.1500
Endoscope and accessories

Predicate Devices: Olympus EU-M30 (K951994)
Olympus UM-2R / UM-3R (K944610)
Olympus EU-M20 (K926514)

Olympus EU-M3 (K882061)
Submitted By: Laura Storms-Tyler
(Contact Person) Olympus America Inc.

Regulatory Affairs

Two Corporate Center Drive
Melville, NY 11747
(516) 844-5688

Summary Preparation Date: July 31, 1998

Statement of Intended Use

The Olympus UM-2R and UM-3R Ultrasonic Probes have been cleared for use within the
gastrointestinal tract in 510(k) #K944610.

The Olympus UM-2R and UM-3R Ultrasonic Probes have been designed for use in
combination with Olympus Endoscopic Ultrasound System for intraluminal sonographic
imaging of the female reproductive tract.

Device Description

In routine examination of the female reproductive tract, there are situations where the
physician prefers to perform an intensive examination, observation, and diagnosis of the
female reproductive tract. The conventional type hysterscope limits the physician's ability to
access certain areas of interest. The UM-2R / UM-3R Ultrasonic Probes, when used with an
endoscope offer transendoscopic access to the female reproductive tract. The 2.4 mm
insertion tube of these probes



can be advanced through strictures and anatomical ducts. The Olympus Ultrasonic Probes to
be used in conjunction with hysteroscope with a minimum capacity size 9Fr.. A probe-
driving unit controls the rotation of the transducer.

The UM-2R and UM-3R probes produce a B-mode scans using the de-aerated water
immersion method and offer 360 degree mechanical/radial scanning of the tissue under
observation, The outer diameter of the insertion tube is 2.4 mm and the length is 2050 mm.
Both probes incorporate similar design, construction, intended use, and method of operation.
The only difference between these two probes is that the UM-2R probe operates at 12 MHz
and is compatible with both Olympus EU-M30, EU-M20 and EU-M3 Endoscopic Ultrasound
Systems, while the UM-3R probe operates at 20 MHz and is compatible with the EU-M30
and the EU-M20 Endoscopic Ultrasound System. The Olympus EU-M30 Endoscopic
Ultrasound Center was cleared for marketing in 510(k) # K951994. The Olympus EU-M20
Endoscopic Ultrasound System was cleared for marketing in 510(k) # K926514 and EU-M3
Endoscopic Ultrasound System was cleared for marketing in the 510(k) # K882061.

All components and associated equipment of the UM-2R / UM-3R Ultrasonic Probes will be
marketed non-sterile and can be reprocessed as described in the Instruction Manual.

Salety

The Olympus UM-2R and UM-3R Ultrasound Probes are designed, manufactured, and tested
in compliance with International Standard IEC 60601-1. The ultrasound characteristics of
Olympus UM-2R and UM-3R Ultrasound Probes meet the requirements of the FDA's 510(k)
Diagnostic Ultrasound Guidance for 1993 and 1985.

When compared to the predicate devices listed in the "Regulatory History" portion of this

section, except for intended use, neither ultrasound probe incorporates any significant change
in method of operation, material, or design that could affect safety or effectiveness.
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C/0 Laura Storms-Tyler

Olympus America, Inc.

Director, Regulatory Affairs and Quality Assurance
Two Corporate Center Drive

Melville, NY 11747

Re: K001203
Olympus UM 2R/3R Ultrasonic Probe and Associated
Ancillary Equipment for Female Reproductive Tract
Regulatory Class: 1II/21 CFR 8%2.1570
Product Code: 90 ITX
Dated: April 3, 2000
Received: April 13, 2000

Dear Ms. Storms-Tyler:

We have reviewed your Section 510(k) notification of intent to market the
device referenced above and we have determined the device is substantially
equivalent (for the indications for use stated in the enclosure) to legally
marketed predicate devices marketed in interstate commerce prior to

May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the
Federal Food, Drug, and Cosmetic Act (Act). You may, therefore, market the
device, subject to the general controls provisions of the Act. The general
controls provisions of the Act include requirements for annual registration,
listing of devices, good manufacturing practice, labeling, and prohibitions
against misbranding and adulteration.

This determination of substantial equivalence applies to the following
transducers intended for use with the Olympus EU-M30, EU-M20, and EU-M3
Endoscopic Ultrasound Systems, as described in your premarket notification:

Probe Model Numbers

UM2R
UM3R

If your device is classified (see above) into either class II (Special
Controls) or class III (Premarket Approval) it may be subject to such
additional controls. Existing major regulations affecting your device can be
found in the Code of Federal Regulations, Title 21, Parts 800 to 895. A
substantially equivalent determination assumes compliance with the Good
Manufacturing Practice requirement, as set forth in the Quality System
Regulation (QS) for Medical Devices: General (GMP) regulation (21 CFR Part
820) and that, through periodic QS inspections, the FDA will verify such
assumptions. Failure to comply with the GMP regulation may result in
regulatory action. 1In addition, the Food and Drug Administration (FDA) may
publish further announcements concerning your device in the Federal Register.
Please note: this response to your premarket notification does not affect any
obligation you may have under sections 531 and 542 of the Act for devices
under the Electronic Product Radiation Control provisions, or other Federal
laws or regulations.

This letter will allow you to begin marketing your device as described in your
premarket notification. The FDA finding of substantial equivalence of your
device to a legally marketed predicate device results in a classification for
your device and thus permits your device to proceed to market.
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If you desire specific advice for your device on our labeling regulation (21
CFR Part 801 and additionally 809.10 for in vitro diagnostic devices), please
contact the Office of Compliance at (301) 594-4591. Additionally, for
questions on the promotion and advertising of your device, please contact the
Office of Compliance at (301) 594-4639. Also, please note the regulation
entitled, “Misbranding by reference to premarket notification” (21 CFR
807.97). Other general information on your responsibilities under the Act may
be obtained from the Division of Small Manufacturers Assistance at its toll-
free number (800) 638-2041 or at (301) 443-6597 or at its internet address
“http://www.fda.gov/cdrh/dsmamain.html”.

If you have any gquestions regarding the content of this letter, please contact
Rodrigo C. Pere:z (301) 594-1212.

Sincerely yours,

Upid 4. &

{ Daniel G. Schdltz, M.D.
Captain, USPHS
Director, Division of Reproductive,
Abdominal and Radiological Devices
Office of Device Evaluation
Center for Devices and
Radiological Health

Enclosure



"Ultrasound .
Systeimn: EU-M30

Appendix F

Dlagnostic Ultrasound Indloations for Use Form
Eill out one form for each ultrasound syastem and each transducer.

int-inded Use: Diagnostic ultrasound Imaging or fiuid flow analysis of the human body as follows:

Mode of Opecation . L -y

i lcal Al 8| ulpwn|lown| Color | Amplitada | Color | Combined | Other
Appleston 1 Doppler | Ooppler | Veloclly | (specly) | (speclfy)

‘| Sroan Organ (speaity)

| Ol dhalmic
Fa il
— -
| At ominad

| Inl: soperative Neurological : .
Pe latrdc :

| N natal Cophalic -
Ac_sk Cophatic

Ci diec

4
| ¥t pessophogeat
TJM

| i navaginal
Ti- nsurethral

| In Bvascular
| P diphacal Vasoular
| Liamecopic

¥.aculo-skoletal
| C nverdonal

| W1sculo akalotal Superfidal

| O tspecit N ' -

_l\:'newjndication; P-prwhuslydaamd'byFDA' E-'lddodwderAppendixE

AidihonalCommenh, New Indicat;ons In;;alumlngl imaging for female reproductive

tract. , -

Previously cleared Indications: Intraluminal ultrasound

for gastrointes_tiﬁal tract agd urological tract.

(PLEASE 00 NOT WINTE SELOW THIS UINE - CONTINUE ON ANJTHER PAGE I NEEDED]
Concurronce of CORI, Office of Device Evalustian (QDE)

-

[‘rescdp ”}Per 21 Cl 801 109)
/w E3

{Division Sign- Off)
Division of Reproductive, Abdommal ENT
and Radiological Devices

510(k) Number 001 202




Ultrasound -
System: EU-M20

Appendix F

Diagnastic Ultrasound Indications for Use Form

Fill out one form for each ultrasound sysiem and each transducer.

int-nded Use: Diagnastic uftrasound imaging or fluid flow analysis af lhe human body as follows:

Cll- ‘cal Application

Made of Oparation

Calor
Ooppler

Ampiiuda
Dogppler

(speciy)

| Of! thalic

el
— T
| At bmioal

-

It soperativa {specify)

| . soporntiva Neurological

Pe:latric
—

| 5e-a8 Orgen {spectty

| Ar # Cophaitc

| N¢ natal Cophalic -

| Ci diac

| Ts asasophageal
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| In avascudar

| P dipherat Vasoutar

| Lioaroecopic

¥..eculo-skolatal
| C w

L_J-alo-clndeu

| Otyer

I -mwlndicahon P-pmvbudydaamdbyFDA. E=nddedmderAppendth

AldtuonalConmmgnts.

New Indications: _Intraluminal :Lmaging for female -

reproductive tract.

Previtdusly cleared Indications:

Intraluminal ultrasound

__for gastrointestinal tract®ind urolog#¢al tract.

(PLEASE DO NOT WRITE GELOW T8 LINE - CONTINUE ON ANOTHER FAGE IF NEEDED)

Y

Cancurrence of CORH, Office of Device Evalustion (ODE)

l=;ascri‘;gffn Use (Per 21 CFR 801.100)

ot

g~

(Division Sign- Off) v

Division of Reproductive, Abdominal, ENT

and Radiological Devices

510(k) Number

Noej20=




Ultrasound

System: EU-M3

Appendix

Diagnostic Uitrasound Indications for Use Form

Flil out one form far each ultrasound system and each transducer.

int-nded Use: Diagnostic ultrasound imaging or fluid flow analysis of !he human body as foflows:

Cil- lcal Application

Mods of Opemtion

~ .

Color
Dappler

Ampilitude
Dopplar

- Oﬂ_\a.r
(spocify)

Volacity | (specfy)

’_o(mulmlc
fa il
=

| At: bminal

bt yoperativa (apoctfy) _

. soperativa Neurological
| Pe-titric

| 5c:ak Organ (spacity

A K Cophatic -

| &1 ae

| Ts nossophageat

| 71 navegia!

Tt nsuratheal

rl:'lvascuhr

| —

| P fiphecal Vescular

| L1 aamecopic

V.eculo-skolatal
C nvsntionn

| Otger (spe

| Wsmcido-skalotal Gupericial

N/Pl

. N x new Indication; Pw= praviously

cloared by FDA; E= added under Appendix E

A iditional Comments: New Indications: Intralumi'nal' imaging for female

- _———‘ e ———————————— __m. pl Q‘ duct‘ i u_e“ ‘ I a( [: .7

Previously cleared Indications:

Intraluminal ultrasound

for,gasgztointestinal tract<&nd.urological tract.

(PLEASE DO NOT WIITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE I NEEDED)

/

{:rescription U?P“ 21 CFR 801.100)

Yol & .

4 frtn

Concurrence of CORH, Office of Dovice Evalustion (QDE)

F-3

(Division Sign-Off)

Division of Reproductive, Abdominal, ENT,

and Radiological Devices

5100) Number _11 OO [ZO=



Transducer
12 MH=z
Catalog #
27023
Model UM2R

- T(nsmdai

Appendix F

Diagniostic Ukrasound Indications for Use Form
Flil out one form for each uitrasound syatem and each transducer.

Int-nded Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows:

Mode of Operation

Cf- loal Application Alsfwu

Color
Doppler

Ampltiude
Dagpplar

: glm

 Fe o
| At ominal

Wt soparative (speclly) -

| Ind- soperative Neurologicel

| Perlablc

| Sc:ad Orgen (gpacity)

¢ matel Cophaic
A« i Cophalle -

L(‘_Jo,diac

| Tt noasophagoeal

| Ti_nava ﬂul

ﬁuwuﬂhﬂ

{n avascular

| P dpheral Vascular

| Li;3aroecopic _

M.eculo-skalalal
| C nventionnd

Ew

 Cter

T3

Iy :nawlndicahon P-provbmlydeamdbyFDA, E-addedmdarAppendle
Intraluminal imaglng for female -

Ajdiuonalconu“entg New Indications:

reproductive tract.

Previously cleared Indications:

Intraluminal ultrasound

for.gastrointestinal tract “Sad -urological tract.

(PLEASE DO NOT WINTE SELOW THIS LINE - CONTINUE ON ANOTHER FAGE IF NEEDED)

Concurrence of CORH, Office of Device Evalustion (ODE)

iption Use (Per 21 CFR 801.108)

M/ g- /%Mm
(Division Sign-Off) 4

Division of Reproductive, Abdominal, ENT
and Radiological Devices

510(k) Number Koo 203

F-3



Transducer
20 MHz
Catalog #
27024
Model UM3R

Diagnastic Uttrasound Indications for Use Form

Appeadix F

Flil out one form for sach ultrasound system and each transducer.

int- ;ded Use: Diagnostic ultrasound imaging or fluid flow analysis of }he human body as foliows:

Cii- ical Application

Mode of Opetation

A B M |pwD|{cwD | Color
. Doppler

Amplttuda
Doppler

(spaciy)

(spacify)

1

1 thalmic

Fa

A omiaal

1ot soporaive (spacify)
| Int. scpemtive Néurologlcal

| Pe:Batric

Scvafl Organ (specity)

| Ne atal Cephalic -
| Ac  Caphalic

Ct diec

| Y1 nsesophageal

|11 pstectal
| T nsvaghnal

Trnsumﬁnl

in wvascular

| P itpharal Vescular _

| Lisaroscopic

N.scuio-skolalal
C rwantional

Jﬂaukgﬂddﬂ

| Cier

L

_ I\xnewlndicam P-pmdouslydearedbyFDA. E-addadmderAppendeE
A kﬁlonalCommen!a. New Indications

Intraluminal imaging for female

reproductive -tract.

Previously cleared Indications:

Intraluminal ultrasound

for gastrointestinal tract #fd urological tract.

(FLEASZ 0O NOT WRITE SELOW THES LINE - CONTINUE ON ANOTHER PAGE IF NEEDED)

/

Concurrence of CDREY, Office of Device Evalustion (ODE)

/:"'rescdption Use (Par 21 CFR 801.109)

fuid L.

F-3

(Division Sign-Off)
Division of Reproductive, Abdominal, ENT, _
and Radiological Devices

510(k) Number
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